CERTIFICATE OF VERIFICATION

Applicant

Equipment
Manufacturer
Type

Serial number

Verification method

Date of verification
Due date of verification

Results

Traceability

Haarlem

Claes Tillyweg 2

| ARA
| 2031 CV

Gatso USA Inc.
900 Cummings Ctr 222T

01915 Beverly MA, USA
T-Series
Sensys Gatso Group

RT4
201602000920

The above stated equipment is verified according the SGG
instruction: VI_48-05_RT4_Verification

17 November 2017
16 November 2018

The verification complies to the specifications as described
in the stated verification method.

See for detailed results the verification report attached to
this certificate

The verification is executed with calibrated measurement
instruments which are traceable to the (inter)national
standards of the country of origin.

Sensys Gatso measurement instruments are controlled
and calibrated according the applicable I1SO 9001
procedure 0-05.00 Control of measurement instruments.

17 November 2017

Signed for and behalf of Sensys Gatso
E. Hoffman

CF-E1701






